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Client Name: PARX MEDICAL (HANGZHOU) CO.,LYD. 

Client Address: 708, building 1, hanzhiyun business center, No. 33, Shenhua Road, 
Gongshu District, Hangzhou City, Zhejiang Province,China 

Sample Name:  Facemask 

Manufacturer:  PARX MEDICAL (HANGZHOU) CO.,LYD. 

Sample Batch No.: / 

Production Date: / 

--------------------------------------------------------------------------------------------------------------------------------------- 
Above information and sample(s) was/were submitted and certified by the client, SGS  
quoted the information with no responsibility as to the accuracy, adequacy and/or  
completeness. 
 
SGS Reference No.: NBF20-008097.001/2020FM26581R01E 

Date of Sample Received: 14 Sep 2020 

Testing Period: 14 Sep 2020 - 27 Oct 2020 
Test Requested:  Selected test(s) as requested by client. 

Test Method: Please refer to next page(s). 

Test Result(s): Please refer to next page(s).  

 
This test report has been drafted in English and maybe translated into other languages, The 
English version shall prevail.  
Unless otherwise stated the results shown in this test report refer only to the items tested, and 
for clients internal use only, not to the society has the proof function. This document cannot 
be used for improper publicity, without prior written approval of the SGS. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
SGS Authorized Signature 
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Sample Description: 

Specimen No. SGS Sample ID Description 

1 GZF20-019617.001 Mask 

 
Test result(s): 
Antiviral activity test* 
Test Method: ISO 18184:2014(E) 

Virus and host cell No. 

Logarithm of 
infectivity titre value 

immediate after 
inoculation of the 

reference specimen 
(lgTCID50/bottle) 

Logarithm of infectivity 
titre value after 2h 
contacting with the 
reference specimen 

(lgTCID50/bottle) 

Logarithm of 
infectivity titre value 
after 2h contacting 

with the test 
specimen 

(lgTCID50/bottle) 

Influenza A virus 

H3N2 
Host cell: MDCK 

1 7.10 6.80 4.97 

2 7.20 6.80 5.10 

3 7.10 6.71 5.10 

Average logarithm of 
infectivity titre value 

(lgTCID50/bottle)  
7.13 6.77 5.06 

Antiviral activity value 1.71 

Antiviral activity rate（%） 98.06 

 
Remark:  
1.*The test was carried out by external laboratory assessed as competent. 
2.Take the Facemask outermost layer for test it. 
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Sample photo: 

 
GZF20-019617.001 

SGS authenticate the photo on original report only  
*** End *** 
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